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A prospective study approved by the local ethics commit-
tee was performed to establish the normal range and re-
producibility of myocardial T1 values as assessed with
single-breath-hold T1 mapping with high spatial resolu-
tion. With a 1.5-T magnetic resonance (MR) imaging sys-
tem, baseline and contrast material–enhanced modified
Look-Locker inversion recovery, or MOLLI, imaging was
performed in 15 healthy volunteers who had given written
informed consent. Image quality scores and myocardial T1
values were derived for standard short-axis segments and
sections. Results were compared with those from a second
MR imaging study performed on the same day (baseline
only) and those from a third study performed on a differ-
ent day (baseline and contrast enhanced; eight volun-
teers). Intra- and interobserver agreement were deter-
mined. Myocardial T1 maps were obtained rapidly in a
reproducible fashion. A normal range for baseline and
postcontrast myocardial T1 was established (baseline
mean T1 in short-axis sections, 980 msec � 53 [standard
deviation]; 95% confidence interval: 964, 997; number of
sections, 43). This technique could enable direct quantifi-
cation of changes in tissue characteristics in ischemic and
inflammatory myocardial diseases.
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The longitudinal spin-lattice relax-
ation time (T1) is one of the princi-
pal tissue properties used for the

generation of signal in magnetic reso-
nance (MR) imaging. Because clinical
MR imaging is based on the excitation of
hydrogen protons, in vivo T1 of a given
voxel is predominantly determined by
its water and fat content. Although T1
values are not specific for particular tis-
sues, each tissue exhibits values within
a specific range (1).

Gadopentetate dimeglumine is a
standard MR imaging contrast medium
with predominantly extracellular distri-
bution that acts by shortening T1 in its
immediate proximity. The longitudinal
relaxation rate (1/T1) is directly pro-
portional to the tissue concentration of
the contrast medium (2,3).

With T1-weighted imaging tech-
niques, the analysis of wash-in and wash-
out of gadopentetate dimeglumine has
been shown to have high diagnostic value
for both regional and global myocardial
diseases. In patients with myocardial in-
farction, delayed enhancement identifies
nonviable myocardium with high accu-
racy (4–6). In patients with acute viral
myocarditis, with cardiac involvement
from systemic sarcoidosis, or with inflam-
mation caused by cardiotoxic chemother-
apeutic agents, early global enhancement
of the myocardium compared with the
enhancement of skeletal muscle has been
used as a marker of inflammatory activity
(7–11).

Unlike computed tomography, with
which Hounsfield units can be used as a
reference scale for attenuation, with

conventional (including T1-weighted)
MR imaging techniques, signal intensity
is expressed on an arbitrary scale that
differs from one imaging examination to
another and therefore is unsuitable for
direct signal quantification. T1 map-
ping, in contrast, enables signal quanti-
fication (in milliseconds) on a standard-
ized scale. In T1 mapping techniques,
signal recovery after a preparation
pulse is sampled during multiple mea-
surements, and the associated relax-
ation time is calculated for every pixel of
a parametric image referred to as a T1
map (12). For instance, if a T1 map
instead of a conventional T1-weighted
image were to be used, areas of delayed
enhancement could be quantified not
only in terms of their spatial extent but
also in terms of the magnitude of their
signal intensity (rather than in terms of
a dichotomous differentiation between
high and low signal intensity).

Until recently, techniques for T1
mapping of the myocardium were limited
by poor spatial and/or temporal resolu-
tion, which restricted their clinical appli-
cability (13,14). Modified Look-Locker in-
version recovery (MOLLI), a pulse se-
quence scheme for cardiac MR imaging,
now enables the performance of myocar-
dial T1 mapping with high spatial resolu-
tion by using clinical 1.5-T MR imaging
systems within a single breath hold (15).
Before this technique can be used to as-
sess T1 changes in patients with myocar-
dial disease, the normal in vivo T1 behav-
ior of human myocardium needs to be
determined. Thus, the aim of this study
was to prospectively evaluate the repro-

ducibility of myocardial T1 at 1.5 T, as
assessed with MOLLI, and to establish
normal ranges for T1 in human myocar-
dium at baseline and after the administra-
tion of contrast medium.

Materials and Methods

Volunteers
Fifteen healthy volunteers (nine men, six
women; mean age, 33.1 years � 8.5
[standard deviation]; age range, 21–49
years) were enrolled in the study, which
was performed at the British Heart Foun-
dation Cardiac MRI Unit in Leeds, En-
gland. The inclusion criteria were as fol-
lows: no history of cardiovascular or sys-
temic disease, no history of infection
within 3 weeks before MR imaging, rest-
ing blood pressure of 135/85 mm Hg or
less, normal results at 12-lead electrocar-
diography (ECG), and no contraindica-
tion to MR imaging such as claustropho-
bia or presence of metallic implants. The
study was approved by the local ethics
committee, and written informed consent
was obtained from all volunteers.

MR Imaging Protocol
All volunteers underwent two MR imag-
ing examinations on the same day
(study 1 and study 2). Eight randomly
selected volunteers underwent another
MR imaging examination (study 3) on a
different day (see below). Body height,
weight, and tympanic temperature were

Table 1

Study Design

Type of Imaging and
Short-Axis Level Study 1 Study 2 Study 3

Baseline
Basal Not performed Performed Not performed
Midcavity Performed Performed Performed
Apical Not performed Performed Not performed

Contrast enhanced*
Midcavity Not performed Performed Performed

Note.—Study 1 and study 2 were performed on the same day; study 3 was performed a mean of 155 days � 85 after studies
1 and 2.

* With acquisition of images 2, 4, 6, 8, 10, 15, and 20 minutes after a second injection of gadopentetate dimeglumine.
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recorded before the start of studies 1
and 3.

All MR imaging examinations were
performed with a 1.5-T MR imaging sys-
tem (Gyroscan Intera CV; Philips, Best,
the Netherlands) with Master gradients
(30 mT/m, 150 [mT � m�1]/msec). At
the beginning of all studies, localizer im-
ages and breath-hold long-axis cine im-
ages (vector ECG-gated steady-state
free precession; repetition time msec/
echo time msec, 3.0/1.5; matrix, 144 �
150; section thickness, 7 mm; 30
phases) were acquired. Standard basal,
midcavity, and apical short-axis section
orientations were chosen by selecting
the center three of five sections posi-
tioned in systolic long-axis views that
covered the entire left ventricle from
the mitral annulus to the tip of the apex
(16).

T1 mapping.—The MOLLI pulse se-
quence was used as previously de-
scribed (15). MOLLI is a single-section
T1 mapping technique that consists
of three inversion-recovery prepared
ECG-synchronized Look-Locker experi-
ments (“trains”), which are performed
consecutively within one breath hold (in
16–20 seconds). Each of the three
trains starts with an inversion pulse that

uses a specific inversion time (100, 200,
or 350 msec), after which multiple sin-
gle-shot images are acquired in consec-
utive heartbeats. All images are ac-
quired with the same trigger delay time
in end diastole, with an acquisition time
of 191 msec. The three trains (which
yield three, three, and five images) re-
sult in a set of 11 source images, which
are identical except for their different
effective inversion times. By merging
these source images (in inversion time
order) into one data set, T1 values can
be computed for every pixel with three-
parameter curve fitting; a map of T1 in
the imaging section can then be gener-
ated from these pixel values (17,18).
Other pulse sequence parameters were
as follows: balanced steady-state free
precession readout; sensitivity encoding
factor, 2.0; 3.9/1.95; field of view, 380
mm; matrix, 240 � 151; and section
thickness, 8 mm.

A data pool that allowed compari-
son of baseline myocardial T1 values
between all three short-axis levels was
created so that we could assess agree-
ment of baseline T1 values between re-
peated measurements (performed on
the same day and on separate days) and
compare agreement between postcon-

trast T1 measurements acquired on
separate occasions. The protocols of the
three studies involved T1 mapping of
the midcavity short-axis view as their
core element (Table 1), as detailed be-
low.

Study 1.—Baseline MOLLI of the
myocardium was performed in the mid-
cavity short-axis view. The volunteer
was then removed from the MR imaging
unit.

Study 2.—Baseline MOLLI of the
myocardium was performed for all
three short-axis levels (midcavity,
basal, and apical) within 1 hour after
study 1. Then, gadopentetate dimeglu-
mine (Magnevist; Schering, Berlin, Ger-
many) was administered at a dose of
0.15 mmol per kilogram of body weight
through a 20-gauge cannula placed in an
antecubital vein. To enable our imaging
protocol to be compatible with existing
perfusion protocols, the dose of the con-
trast agent was given in two parts. After
the first injection (0.05 mmol/kg; injec-
tion rate, 5 mL/sec; 10-mL saline flush)
was administered, there was a 60-sec-
ond pause (as required for first-pass
perfusion imaging) before the second
injection (0.1 mmol/kg) was adminis-
tered. MOLLI was performed in the

Table 2

Volunteer Characteristics

Volunteer No./
Sex/Age (y)

Height
(cm)

Weight
(kg)

Body Mass Index
(kg/m2)

Heart Rate (beats/min) Body Temperature (°C)
Study 1 Study 2 Study 3 Studies 1 and 2* Study 3

1/M/48 176 76 24.5 70 70 65 MD 36.6
2/F/23 169 73 25.6 75 75 ND 36.9 ND
3/F/45 156 49 20.1 70 75 ND 37.2 ND
4/M/26 190 64 17.7 70 65 ND 36.5 ND
5/F/27 157 50 20.3 70 70 60 36.7 36.2
6/M/33 190 94 26.0 80 80 ND 36.4 ND
7/M/32 187 85 24.3 55 55 60 36.4 37.0
8/M/34 176 86 27.8 65 60 ND 35.9 ND
9/M/33 178 103 32.5 70 75 ND 36.3 ND

10/F/35 165 63 23.1 80 75 ND 36.3 ND
11/F/26 170 58 20.1 90 90 95 37.6 37.7
12/M/49 178 85 26.8 65 65 70 36.0 37.1
13/M/35 179 79 24.7 50 50 45 36.8 36.8
14/M/30 184 95 28.1 60 60 65 36.9 36.9
15/F/21 175 62 20.2 75 75 90 37.1 36.3

Note.—Mean volunteer age was 33.1 years � 8.5, while mean height was 175.3 cm � 10.5, mean weight was 74.8 kg � 16.7, and mean body mass index was 24.1 kg/m2 � 3.9. Mean heart
rate was 69.7 beats per minute � 10.1 at study 1, 69.3 beats per minute � 10.3 at study 2, and 68.8 beats per minute � 16.4 at study 3. Mean body temperature was 36.6°C � 0.5 at studies
1 and 2 and 36.8°C � 0.5 at study 3. ND � no data (study 3 was not performed in this volunteer).

* MD � missing data.
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midcavity short-axis view 2, 4, 6, 8, 10,
15, and 20 minutes after the second in-
jection.

Study 3.—Baseline MOLLI of the
myocardium was performed in the mid-
cavity short-axis view a mean of 155
days � 85 (range, 8–251 days) after the
initial studies. Contrast agent was given
in the same manner as described for
study 2, and MOLLI was again per-

formed in the same view at 2, 4, 6, 8,
10, 15, and 20 minutes.

Data Analysis
T1 maps from MOLLI image sets were
automatically calculated off-line on a
standard personal computer by using a
customized T1 mapping software that
was developed in house and written in
IDL 6.0 (RSI UK, Berkshire, England);

the T1 maps were stored in Digital Im-
aging and Communications in Medicine
format. With this software and a 2.4-
GHz processor, the computation of one
T1 map took approximately 7 minutes.

For extraction of myocardial T1 val-
ues, endocardial and epicardial contours
were manually traced on all T1 maps by
an observer (D.R.M., with 5 years of ex-
perience in cardiac MR imaging), who
used a commercial software package
(Mass 5.0; Medis, Leiden, the Nether-
lands). Care was taken to exclude epicar-
dial structures and blood pool from the
contours. In all midcavity T1 maps from
study 2, contours were also traced by a
second observer (S.P., with 5 years of
experience in cardiac MR imaging) and
retraced by the first observer a mean of
59 days � 3 after the first assessment.
Both observers were blinded to the con-
tours traced by D.R.M. the first time. The
anterior point of insertion of the right
ventricular free wall in the left ventricle
was set as the reference point, and the
myocardial circumference was divided
into six (for basal and midcavity sections)
or four (for apical sections) segments.

The image quality for all segments
was visually rated by two observers
(D.R.M. and S.P.) in consensus by using
a scale in which a score of 3 indicated
that image quality was good, with no
artifacts; a score of 2, that image quality
was satisfactory, with minor artifacts

Figure 1

Figure 1: Representative base-
line short-axis MOLLI T1 maps
from all three studies in 27-year-
old woman (volunteer 5). The
spatial resolution (pixel size,
1.6 � 2.3 mm) is high enough to
enable detection of left ventricular
papillary muscles and trabecula-
tions. Each of these maps was
based on 11 steady-state free
precession source MR images
(3.90/1.95; flip angle, 50°; matrix,
240 � 151; section thickness, 8
mm).

Figure 2

Figure 2: Representative postcontrast midcavity short-axis MOLLI T1 maps from study 2 (top) and 3 (bottom) in volunteer 5. Image quality is consistent for the full
range of T1 values during washout of the contrast agent. Each of these maps was based on 11 steady-state free precession source MR images (3.90/1.95; flip angle, 50°;
matrix, 240 � 151; section thickness, 8 mm).

TECHNICAL DEVELOPMENTS: MR T1 Mapping of Human Myocardium Messroghli et al

Radiology: Volume 238: Number 3—March 2006 1007



(ie, artifacts that affected � 3 adjacent
pixels); and a score of 1, that an image
was nonevaluable, with major artifacts
(ie, artifacts that affected � 3 adjacent
pixels). When artifacts were present,
their cause (eg, insufficient breath hold-
ing, off-resonance effects) was deter-
mined through a review of the MOLLI
source images. Segmental signal inten-
sity reports were generated. The data
were allocated to standard myocardial
segments by using segments 1–16 of the
17-segment model recommended by the
American Heart Association (19). T1
values from segments that were rated as
nonevaluable were excluded from anal-
ysis. Image quality scores were derived
for the basal, midcavity, and apical lev-
els by averaging the segmental image
quality ratings. Similarly, section T1 val-
ues were calculated by averaging the T1
values of the corresponding segments.

Statistical Analysis
Image quality scores for all volunteers
were averaged for corresponding T1
maps. Frequency and types of artifacts
were determined. Mean segmental and
section T1 values � standard deviations
were calculated for all three studies.

For study 2, an analysis involving
generalized estimating equations with
a second-order stationary correlation
structure was performed to compare
baseline section T1 values derived from
different short-axis levels within the vol-
unteers and to account for possible sec-
tion-level interdependencies.

For assessment of reproducibility, the
agreement of measurements performed
at different times and by different observ-
ers was determined by using the Pearson
correlation and Bland-Altman analysis
(20) for the following pairs of section T1
data sets: (a) baseline midcavity study 1
versus baseline midcavity study 2 (inter-
study agreement, same day), (b) baseline
and postcontrast midcavity study 2 versus
baseline and postcontrast midcavity study
3 (interstudy agreement, different days),
and (c) baseline midcavity study 2 results
as assessed by a second observer and
twice by the first observer (inter- and in-
traobserver agreement, respectively).

From results of in vitro studies in gel
phantoms (15) it is known that T1 mea-

surements—predominantly those for rel-
atively long (�750 msec) and very short
(�200 msec) T1 values—obtained with
the MOLLI technique are subject to a mild
systematic heart rate dependency. This is
due to a variation in the timing of the
readouts with respect to the inversion
pulses at different heart rates because the
imaging is ECG triggered. This variation
introduces different degrees of distur-
bance of the longitudinal relaxation curve.
The use of a balanced steady-state free
precession readout sequence is a means
to minimize these effects, which would be
stronger if a conventional gradient-echo
readout were used (21). Furthermore,
the dose of the contrast agent is based on
an individual’s body weight, and varia-
tions in body habitus might therefore in-
troduce differences in postcontrast T1.
To find and correct for these potential
confounding factors, the relationships be-
tween T1 and heart rate, height, and
weight were investigated by using linear
regression analysis of section data from
study 2.

Coefficients of variation (COVs)
were calculated with the following equa-
tion: COV � (SD � 100)/M, where SD is
the standard deviation and M is the
mean value.

Generalized estimating equation anal-
ysis was performed by using Stata 8
(StataCorp, College Station, Tex); all
other statistical analyses were performed

by using Analyze-it 2002 (Analyze-it Soft-
ware, Leeds, England). All tests were two
tailed, and P � .05 was considered to
indicate a significant difference.

Results

Volunteer characteristics are given in Ta-
ble 2. One apical section (in volunteer 10)
was inadvertently not acquired. As a re-
sult, 232 T1 maps that included 1362 seg-
ments were available for analysis.

Image Quality
Image quality was given a grade of 3
(good) for 1242 (92.7%) of the 1340 myo-
cardial segments imaged in all three stud-
ies, a grade of 2 (satisfactory) for 40
(3.0%) segments, and a grade of 1 (non-
evaluable) for 58 (4.3%) segments (Figs
1, 2). For study 2, the numbers of volun-
teers with at least one nonevaluable seg-
ment were five, four, and three for the
basal, midcavity, and apical baseline sec-
tions, respectively. No volunteer had a
nonevaluable segment in each section.
The most frequently occurring artifacts
(Table 3) were caused by respiratory or
ventricular motion (32% and 31% of arti-
facts, respectively).

Myocardial T1 Values
Baseline segmental and section T1 val-
ues from study 2 are given in Figure 3
and Table 4, respectively. An analysis

Table 3

Type and Frequency of Artifacts in Images of 1340 Cardiac Segments

Artifact Type Appearance
Image Quality Grade*

2 3

Breathing Diaphragm at different positions 3 (0.2) 28 (2.1)
Triggering Left ventricle at different positions in different cardiac

phases
0 6 (0.4)

Off resonance Periodic signal distortions 4 (0.3) 5 (0.9)
Susceptibility Focal signal loss, especially posterolateral close to great

cardiac vein
12 (0.9) 5 (0.4)

Sensitivity encoding Distortion along straight line crossing center of image 1 (0.1) 1 (0.1)
Ventricular motion Blurry appearance of ventricular wall at high heart rates 18 (1.3) 12 (0.9)
Ghosting Doubling of contours 2 (0.1) 1 (0.1)

Total 40 (3.0) 58 (4.3)

* Data are numbers of cardiac segments, with percentages in parentheses. An image quality grade of 2 indicated a satisfactory
image with minor artifacts; and a grade of 3, a nonevaluable image with major artifacts. Image quality grades were assigned
on the basis of artifact appearance in source images.
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performed by using generalized estimat-
ing equations revealed no significant dif-
ference between the mean T1 values
derived for different baseline short-axis
sections (P � .423). Figure 4 illustrates
the recovery of absolute myocardial T1

in midcavity sections after the adminis-
tration of the contrast agent.

Reproducibility
Evaluation of the reproducibility of T1
values assessed in the same section on

the same day (for baseline studies), on a
different day (for baseline and contrast-
enhanced studies), and twice by the
same observer or by a second observer
(Table 5, Fig 5) revealed high agree-
ment between baseline T1 values as-
sessed twice on the same day or on
different days and between postcontrast
T1 values assessed on different days.
Both intra- and interobserver agree-
ment were high (mean difference, 2.6
msec � 6.7 and �1.1 msec � 8.9, re-
spectively; Bland-Altman bias analysis).

Physiologic Covariates as Predictors
of T1 Values
Univariate linear regression analyses
were performed to determine if any of the
physiologic covariates evaluated (heart
rate, height, and weight) were significant
explanatory variables at the 5% level. The
only covariate that reached statistical sig-
nificance was heart rate (P � .001) for
baseline but not for contrast-enhanced T1
maps, indicating that T1 � 790.4 � (2.7 �

HR), where HR is heart rate in beats per
minute and 790.4 and 2.7 are constants
that describe the relationship between
corrected T1 (T1corr) and raw (ie, uncor-
rected) T1 (T1raw). Given this informa-
tion, the equation T1corr � T1raw � [2.7 �

(HR � 70)] was used to account for the
dependence of baseline T1 on heart rate
(70 beats per minute was the mean heart
rate in our study). With this adjustment,
baseline section T1 values were recalcu-
lated. Table 4 gives raw and heart rate–
corrected values for baseline section T1.
Although interstudy agreement on the
same day (where the mean difference in
heart rate was only 1.7 beats per minute)
remained similar, agreement between
studies performed on different days
(where the mean difference in heart rate
was 6.9 beats per minute) improved with
heart rate correction (Table 5 and Fig 5).

The coefficient of variation was
5.4% for raw and 4.6% for heart rate–
corrected pooled section T1 values.

Discussion

Our study involved a systematic analysis
of the distribution and reproducibility of
in vivo measurements of myocardial T1
obtained with a clinical MR imaging sys-

Figure 3

Figure 3: Distribution of base-
line segmental raw T1 values (in
millseconds) in left ventricular
myocardium in study 2. Values are
expressed as means � standard
deviations. There was no signifi-
cant difference in myocardial T1
values between basal, midcavity,
and apical sections. Boldface
numerals are segment numbers.
n � number of segments available
for evaluation.

Figure 4

Figure 4: Graph shows recovery
of absolute myocardial T1 in mid-
cavity short-axis sections from
study 2 from minute 0 (baseline raw
value) to minute 20 after administra-
tion of 0.15 mmol/kg of gado-
pentetate dimeglumine. T1 values
are expressed as means� standard
deviations. The exponential recov-
ery of myocardial T1 reflects the
washout of the contrast agent from
the myocardium.

Table 4

Baseline Section T1 Values before and after Heart Rate Correction

Short-Axis Level*
Raw T1 Heart Rate–Corrected T1

Mean � SD 95% CI Range Mean � SD 95% CI Range

Basal (n � 14) 978 � 36 957, 999 942–1081 978 � 36 957, 999 929–1067
Midcavity (n � 15) 977 � 63 942, 1011 887–1105 979 � 54 949, 1008 915–1092
Apical (n � 14) 986 � 60 951, 1021 862–1097 989 � 47 962, 1016 902–1083

Total (n � 43) 980 � 53 964, 997 862–1105 982 � 46 968, 996 902–1092

Note.—Data are T1 values in milliseconds. CI � confidence interval, SD � standard deviation.

* Numbers are numbers of sections available for evaluation.
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tem in healthy human myocardium. Our
single-breath-hold T1 mapping ap-
proach yielded interpretable image
quality for 95.7% of segments.

Baseline T1 values had narrow
ranges and were similar at all three
short-axis levels. Baseline and contrast-
enhanced T1 measurements were re-
producible when measured on separate
occasions, as demonstrated by the rela-
tively narrow confidence intervals calcu-
lated as part of Bland-Altman analysis.

There was high intra- and interobserver
agreement between the T1 measure-
ments.

In addition to MOLLI, several other
approaches have been adopted for as-
sessing myocardial T1 at 1.5 T. Flacke
et al (13) used a conventional inversion-
recovery Look-Locker technique. Be-
cause image acquisition was performed
continuously throughout the cardiac cy-
cle, T1 could only be measured for re-
gions of interest, which had to be traced

manually on all source images. In a
study by Wacker et al (14), T1 maps
with a spatial resolution of 2.8 � 2.3 �
10 mm (compared with the resolution of
1.6 � 2.3 � 8 mm achievable with
MOLLI) were generated by using a satu-
ration-recovery technique. With a mean
value of 980 msec � 53, the raw base-
line myocardial T1 observed in our
study is in agreement with that in the
study of Flacke et al (1033 msec � 126)
but lower than that in the study of

Table 5

Reproducibility of Midcavity Section T1 Values

Study†

Comparison Correlation Bland-Altman Bias Analysis*

Study
Time
(min)‡

Mean T1 � SD
(msec)§

r
Value

Difference � SDD
(msec) Difference � SDD� 95% CI (msec)

Same day
(n � 15) 1 vs 2 0 962 � 49 0.82 14.4 � 34.7 1.5 � 3.6 �5.2, 34.1

977 � 63
(0) (963 � 46) (0.80) (15.3 � 32.0) (1.6 � 3.3) (�2.8, 33.4)

(979 � 54)
Different day

(n � 8) 2 vs 3 0 959 � 37 0.79 6.8 � 28.1 0.7 � 2.9 �16.6, 30.3
966 � 46

(0) (967 � 38) (0.95) (1.8 � 12.6) (0.2 � 1.3) (�8.8, 12.3)
(969 � 38)

2 347 � 39 0.87 2.9 � 21.0 0.8 � 6.0 �14.6, 20.4
350 � 42

4 412 � 29 0.84 �7.0 � 18.0 1.7 � 4.1 �22.1, 8.0
405 � 33

6 442 � 26 0.82 �5.7 � 14.6 �1.3 � 3.3 �18.0, 6.6
436 � 21

8 461 � 23 0.84 �7.9 � 12.3 �1.7 � 2.7 �18.2, 2.5
453 � 19

10 472 � 25 0.79 �4.5 � 15.4 �1.0 � 3.3 �17.3, 8.4
468 � 18

15 493 � 17 0.64 �3.1 � 13.5 �0.6 � 2.7 �14.4, 8.2
490 � 15

20 510 � 19 0.39 0.1 � 20.0 0.0 � 3.9 �16.6, 16.8
510 � 17

Intraobserver
(n � 15) 2 0 977 � 63 0.99 2.6 � 6.7 0.3 � 0.7 �1.2, 6.3

979 � 64
Interobserver

(n � 15) 2 0 977 � 63 0.99 �1.1 � 8.9 0.1 � 0.9 �6.2, 3.9
976 � 65

Note.—All results are derived from raw T1 values except for those in parentheses, which were derived from heart rate–corrected T1 values. CI � confidence interval, SD � standard deviation,
SDD � standard deviation of difference. A study performed at 0 minutes was a baseline (nonenhanced) study.

* For results of Bland-Altman analysis, mean difference and standard deviation of the difference are given as actual values (in milliseconds) and as a percentage of the average of the two means.
† Values are numbers of volunteers.
‡ A value of 0 indicates a baseline (nonenhanced) study.
§ The first value given is that for the first of the two studies or sets of results being compared; the second is that for the second study or set of results. Heart rate–corrected values are given in
similar fashion.
� Given as a percentage of the average of the two means.
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Wacker et al (1219 msec � 72). The
finding that our study yielded relatively
low baseline T1 values is in agreement
with results of previous phantom stud-
ies (15), which showed that with MOLLI
there is a systematic underestimation of
T1 by a magnitude of about 8%.

Of much greater importance for the
differentiation between normal and
pathologic states is the spread of the
normal range of T1 values. Our study
results indicate that, in terms of assess-
ment of T1, MOLLI is comparable to the
saturation-recovery technique, with a
coefficient of variation for raw baseline
T1 of 5.4% versus 5.9% (in five volun-
teers) in the study of Wacker et al (14).
The variation with MOLLI is also com-
parable to or smaller than that reported
for T1 measurements in different re-
gions of the brain (22,23). Hence, there

is no trade-off in terms of T1 precision
for the high spatial resolution and high
signal-to-noise ratio that distinguish
MOLLI from other methods.

Although baseline T1 values were
heart rate dependent, postcontrast T1
values were not. This finding is also in
good agreement with findings in the
phantom studies described above,
which revealed that relevant heart rate
effects with MOLLI are only to be ex-
pected for T1 values of less than 200 or
more than 750 msec—values that are
outside the range of postcontrast values
for the myocardium seen in our study.
Some degree of heart rate dependency
is inevitable with MOLLI in its present
form because such dependency is intro-
duced by the single-shot readouts used.
A simple heart rate correction of base-
line T1 values could be performed in our

study, and results of such correction
were assessed along with the corre-
sponding modified normal values. This
correction for heart rate further re-
duced the spread of the normal range in
our study population (coefficient of vari-
ation, 4.6%) and increased the repro-
ducibility of measurements acquired on
different days, on which differences in
heart rate are common. Therefore, the
use of heart rate correction for baseline
myocardial T1 values should increase
the sensitivity and specificity of this
technique for future clinical applica-
tions. For automation, this correction
could easily be integrated into the soft-
ware that generates the T1 maps.

Clinical Implications
Our results indicate that T1 mapping
with high spatial resolution performed
by using MOLLI is reproducible with a
clinical MR imaging system. Therefore,
fully quantitative analysis of myocardial
T1 in a clinical setting becomes a realis-
tic option. Focal changes in baseline T1
have been observed in patients with
acute myocardial infarction (24). Signal
quantification might further add to the
diagnostic value of delayed enhance-
ment imaging and would render adjust-
ment of inversion times unnecessary.
Global changes in the myocardium,
such as those present in viral (7,11),
immune-mediated (8,25), and drug-in-
duced toxic (9) inflammation, may be
able to be noninvasively demonstrated
and quantified. This additional informa-
tion may lead to the detection of myo-
cardial involvement before functional
parameters change. The diagnostic po-
tential of MOLLI T1 mapping in these
patient groups should be investigated in
future studies.

Limitations
It is well known that T1 is dependent on
temperature. A study in phantoms and
animals at 1.5 T revealed that, between
32°C and 44°C, a 1% increase in T1 can
be expected for each degree increase in
body temperature (26). Because the
range of body temperature in a healthy
population is relatively small, it was not
possible in our study to determine the
exact influence of temperature on myo-

Figure 5

Figure 5: Scatterplots show same-day interstudy (upper left), different-day interstudy (upper right), in-
traobserver (lower left), and interobserver (lower right) agreement between baseline midcavity section myo-
cardial T1 measurements (in milliseconds). Heart rate correction resulted in increased agreement between
measurements obtained on different days. E � Raw T1, � � heart rate– corrected T1, line � line of identity.
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cardial T1 as assessed with MOLLI. For
this purpose, larger studies with pa-
tients in hypo- and hyperthermic states
would be necessary.

In our study, T1 was only derived
for segments 1 through 16 of the left
ventricle by using short-axis views. Seg-
ment 17 (the tip of the ventricular apex)
can only be assessed with long-axis im-
aging. Assessment of right ventricular
myocardium is technically challenging
owing to the relative thinness of right
ventricular walls and was not attempted
in our study.

Breathing artifacts constituted a
large proportion of the observed arti-
facts and frequently had detrimental ef-
fects on image quality for the affected
myocardial segments. In these situa-
tions, the image quality of the T1 maps
may have benefited if registration of the
source images had been performed be-
fore the computation of pixel-by-pixel
curve fittings. However, this would have
required use of a dedicated software
program, which was not available for
our study; therefore, no such image reg-
istration was performed. Further reduc-
tion in motion artifacts might become
possible in the future when shorter im-
age acquisition times can be achieved by
using advanced parallel imaging tech-
niques with multichannel multicoil sys-
tems.

In conclusion, MOLLI T1 mapping
enables quantification of myocardial T1
in a reproducible fashion. Heart rate
correction further adds to the precision
of baseline T1 measurements. The nor-
mal ranges for baseline and postcon-
trast T1 might serve as a basis for quan-
titative tissue characterization in clinical
studies involving patients with myocar-
dial infarction or inflammatory myocar-
dial disease.
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